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There  has  been  a  rapid  progress  in  research  activities  concerning  nanofluids  since  a  large  enhancement  in 
their  thermal  conductivity  has  been  reported  a  decade  ago.  While  this  extraordinary  thermal 
conductivity  of  nanofluids  deserves  scientific  investigation,  the  inconsistency  and  controversy  of  the 
results  reported  by  different  groups  for  identical  nanofluids  across  the  world  raises  fundamental  doubts 
and  poses  a  hindrance  in  the  potential  applications  of  nanofluids.  This  paper  presents  a  critical  review  of 
the  several  techniques  for  the  measurement  of  thermal  conductivity  of  nanofluids  employed  by  the 
researchers.  Additionally,  a  detailed  description  of  a  unique  thermal  conductivity  measurement  device 
based  on  the  thermal  comparator  principle,  developed  by  the  present  authors  has  been  described. 
Besides  the  principle  of  this  measurement  device,  the  constructional  details  have  been  elaborated. 
Finally,  some  suggestions  have  been  made  for  improving  the  reliability  of  the  measurement  of  thermal 
conductivity. 
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1.  Introduction 

Augmentation  of  heat  transfer  is  one  of  the  most  difficult 
challenges  faced  by  the  thermal  engineers  continuously.  With  the 
advancement  of  technologies  the  demand  for  transferring  heat  at 
higher  rates  and  efficiency  from  smaller  areas  or  across  a  lower 
temperature  difference  is  on  perennial  rise.  Accordingly,  over  the 
decades  different  techniques  for  the  enhancement  of  heat  transfer 


*  Corresponding  author.  Tel.:  +91  3222  282916;  fax:  +91  3222  282278. 
E-mail  address:  pkd@mech.iitkgp.ernet.in  (P.K.  Das). 

1364-0321/$  -  see  front  matter  ©  2010  Elsevier  Ltd.  All  rights  reserved, 
doi:  10.1 01 6/j.rser.201 0.03.01 7 


have  been  suggested.  Broadly  these  techniques  may  be  classified 
between  two  categories  -  active  and  passive.  Though  the  active 
techniques  are  more  efficient  and  can  be  controlled  better,  they 
require  auxiliary  power  and  greater  maintenance.  On  the  other 
hand,  passive  techniques  are  self-sustained  and  have  higher 
reliability  due  to  the  absence  of  auxiliary  power  sources,  prime 
movers  or  moving  components.  Use  of  additives  in  heat  transfer 
fluid  for  augmenting  its  heat  transfer  characteristics  is  a  well 
known  passive  technique. 

The  thermal  conductivity  of  most  of  the  heat  transfer  fluids  is 
orders  of  magnitude  lower  compared  to  solid  metals  (Fig.  1).  The 
addition  of  micro-  or  milli-sized  solid  metal  or  metal  oxide 
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Fig.  1.  Comparison  of  thermal  conductivity  of  common  liquids  and  solids. 


particles  to  the  base  fluids  shows  an  increment  in  the  thermal 
conductivity  of  resultant  fluids.  But  the  presence  of  milli-  or  micro¬ 
sized  particles  in  a  fluid  poses  a  number  of  problems.  They  do  not 
form  a  stable  solution  and  tend  to  settle  down.  Apart  from  the 
application  in  the  field  of  heat  transfer,  nanofluids  can  also  be 
synthesized  for  unique  magnetic,  electrical,  chemical,  and 
biological  applications.  They  also  cause  erosion  and  clogging  of 
the  heat  transfer  channels.  As  a  remedy  to  these  problems  it  was 
proposed  that  fluids  containing  nanometer-sized  particles  can  be  a 
new  class  of  engineered  fluids  offering  exciting  thermal  properties 
to  suit  the  heat  transfer  industry.  The  term  nanofluid  was  proposed 
by  Choi  [1]  in  1995  of  Argonne  National  Laboratory,  U.S.A.  for  such 
type  of  fluids. 

Nanofluid  can  be  defined  as  a  fluid  with  nanoparticles 
suspended  in  it  forming  a  stable  colloid  and  constituting  a 
quasi-single  phase  medium.  One  of  the  most  important  criteria  of 
the  nanoparticles  dispersed  in  the  nanofluids  is  that;  at  least  one  of 
their  critical  dimensions  must  be  smaller  than  about  100  nm.  The 
nanofluids  not  only  show  a  substantially  high  thermal  conductivity 
but  also  possess  much  better  stability  compared  to  any  dispersion 
of  micro-sized  particles  in  a  base  fluid  [2].  Due  to  their  significantly 
improved  thermal  properties  nanofluids  could  have  potential 
applications  in  fields  such  as  micro-electronics,  transportation, 
manufacturing,  and  medical.  When,  a  better  utilization  of  energy 
and  development  of  sustainable  technology  is  the  call  of  the  day, 
nanofluids  can  play  a  very  important  role.  Justifiably  enough, 
nanofluids  have  attracted  the  attention  of  researchers  from  diverse 
fields.  Volume  of  research  work  including  a  few  review  articles  [3- 
7]  has  been  published  within  a  short  span  of  time. 

A  review  of  the  available  literature  shows  that  the  increase  in 
thermal  conductivity  of  the  nanofluids  is  highly  anomalous. 
Addition  of  only  a  small  volume  percent  of  solids  produces  a 
dramatic  increase  in  thermal  conductivity  [8-11].  It  has  been 
observed  that  even  the  addition  of  nano-sized  ceramic  particles  in  a 
base  fluid  enhances  its  thermal  conductivity  substantially 
[2,3,23,41,66].  The  resultant  thermal  conductivity  cannot  be 
predicted  from  the  rule  of  average.  There  are  certain  theories  which 
derive  the  properties  of  two-phase  mixtures  from  a  more  funda¬ 
mental  physics,  for  example,  Maxwell’s  theory  [12]  and  Hamilton 
and  Crosser  approach  [13].  These  formulations  are  also  inadequate 
in  predicting  the  thermal  conductivity  of  nanofluids.  Many  of  the 
researchers  suggested  altogether  new  mechanisms  for  the  transport 
of  thermal  energy  [14].  Such  models  met  with  only  a  partial  success. 

Till  now,  major  volume  of  the  work  in  the  area  of  nanofluids  has 
been  dedicated  to  synthesis,  characterization,  and  some  applica¬ 
tions  in  convective  heat  transfer  and  boiling.  Synthesis  of 


nanofluids  can  be  done  by  two  processes,  namely,  the  one-step 
process  (collecting  freshly  synthesized  nanoparticles  in  the 
concerned  medium)  and  the  two-step  process  (dispersing  nano¬ 
particles  in  a  chosen  medium)  [15-21].  The  convective  heat 
transfer  studies  executed  by  several  researchers  have  shown 
appreciable  increase  in  the  heat  transfer  coefficient  exhibited  by 
nanofluids  [22-29].  In  pool  boiling  studies,  there  is  a  section  of 
researchers  showing  enhancement  in  the  boiling  characteristics  as 
a  result  of  using  nanofluid  as  the  medium  [30-32,36,37],  whereas 
another  group  of  researchers  contradict  such  claims  [33-35]. 

A  multitude  of  investigations  has  reported  different  techniques 
for  the  estimation  of  thermal  conductivity  of  nanofluids.  These 
investigations  have  also  presented  a  good  deal  of  controversies. 
Experiments  show  that  thermal  conductivity  of  nanofluids  depend 
on  a  large  number  of  parameters  namely,  the  chemical  composition 
of  the  solid  particle  and  the  base  fluid,  particle  concentration,  particle 
shape  and  size,  surfactants,  etc.  However,  the  correct  trend  of 
variation  of  the  conductivity  with  these  parameters  is  yet  to  be 
established.  It  has  been  found  that  temperature  also  affects  the 
thermal  conductivity  of  nanofluid.  Several  studies  have  been  carried 
out  to  see  the  effect  of  temperature  on  the  thermal  conductivity  of 
the  nanofluids.  Dependence  of  temperature  on  the  thermal 
conductivity  of  CuO,  A1203,  Ti02,  ZnO  [36-42]  dispersed  nanofluids 
have  been  studied  by  Mintsa  et  al.  [38],  Duangthongsuk  and 
Wongwises  [39  ],  Vajjha  and  Das  [40],  Murshed  et  al.  [41  ],  and  Yu  et  al. 
[42].  The  increase  in  temperature  increases  the  thermal  conductivity 
of  the  nanofluids.  However  the  real  mechanism  behind  the  increase 
has  not  yet  been  pointed  out.  It  is  not  an  exaggeration  to  state  that  the 
lack  of  reliable  information  regarding  the  conductivity  of  nanofluids 
act  as  a  great  impediment  for  its  commercial  exploitation. 

Under  the  present  scenario  one  needs  to  conduct  careful 
experiments  to  measure  the  thermal  conductivity  with  a  well 
planned  variation  of  the  process  parameters.  Such  experiments 
will  help  in  establishing  the  effect  of  different  variables  on  thermal 
conductivity.  They  will  also  be  useful  in  validating  different  models 
proposed  for  the  enhanced  thermal  conductivity  of  nanofluids. 

The  measurement  of  thermal  conductivity  of  liquids  is  a 
challenging  task.  In  general,  Fourier’s  law  of  heat  conduction  is 
exploited  for  the  measurement  of  thermal  conductivity.  In  the 
simplest  arrangement,  one  needs  to  establish  a  steady  one¬ 
dimensional  heat  flow  by  the  application  of  a  known  heat  flux. 
Then  by  measuring  the  temperatures  at  two  known  locations  along 
the  direction  of  heat  transmission  one  can  estimate  the  thermal 
conductivity  (Fig.  2)  as  follows 


where  q  is  the  magnitude  of  heat  transmission  and  AT  is  the 
temperature  difference  across  length  L  and  cross-sectional  area  A. 
In  this  scheme  of  measurement  the  greatest  challenge  lies  in 
establishing  a  one-dimensional  temperature  field.  Even  in  a 
homogenous  isotropic  solid,  one  needs  to  take  special  care  and 
make  appropriate  design  to  achieve  this.  In  case  of  liquids, 
additionally,  any  temperature  gradient  along  the  direction  of 
gravity  should  be  restricted.  Otherwise,  convection  current  will  get 
established  in  the  liquid  and  will  produce  a  wrong  estimate  of  the 
thermal  conductivity. 
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Fig.  2.  Principle  of  heat  conduction. 
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Fig.  3.  Different  thermal  conductivity  measurement  techniques  for  nanofluids. 


The  occurrence  of  convection  has  to  be  suppressed  in  liquids  to 
successfully  measure  their  thermal  conductivity.  Fluids  do  not 
have  a  definite  shape,  size,  and  cross-sectional  area  which  also 
make  the  thermal  conductivity  measurement  a  difficulty.  In  case  of 
nanofluids,  additionally  the  presence  of  suspended  nanoparticles 
may  cause  a  major  problem  for  measurement  of  thermal 
conductivity  as  the  homogeneity  of  the  medium  is  to  be 
maintained.  The  thermal  conductivity  of  liquids  can  be  success¬ 
fully  measured  if  the  time  taken  to  measure  k  is  very  small  so  that 
the  convection  current  does  not  develop.  Furthermore,  instead  of 
heating  the  liquid  from  below,  heating  it  from  above  facilitates 
conduction  of  heat  in  a  layer  wise  manner.  Keeping  these  points  in 
mind  several  techniques  have  been  proposed  to  measure  the 
thermal  conductivity  of  nanofluids  over  the  past  few  years.  The 
most  common  techniques  for  the  measurement  of  effective 
thermal  conductivity  of  nanofluids  are  the  transient  hot-wire 
method  [3],  steady-state  method  [4],  cylindrical  cell  method  [5], 
temperature  oscillation  method  [6],  and  3-omega  method  [7]  to 
name  a  few. 

In  this  paper  we  present  a  review  of  each  of  the  techniques  for 
the  measurement  of  thermal  conductivity.  The  theory  underlying 
each  of  the  techniques,  important  features  of  the  particular 
measurement,  advantages  and  limitations  have  been  discussed.  A 
thermal  comparator  device  based  on  the  original  idea  of  Powell 
[43]  has  been  indigenously  developed  in  our  laboratory  for  the 
measurement  of  thermal  conductivity  of  nanofluids.  In  this  study 
we  have  also  presented  a  detailed  description  of  the  comparator 
device  along  with  some  results.  Finally,  based  on  the  present 
review  a  critical  appraisal  has  been  made  for  different  techniques 
of  measurement.  This  also  includes  suggestions  which  can  make 
the  measurements  more  reliable  and  usable. 

2.  Thermal  conductivity  measurement  techniques  for 
nanofluids 

Over  the  years  different  techniques  have  been  adopted  for 
measuring  the  thermal  conductivity  of  liquids.  A  number  of  such 
techniques  have  also  been  used  for  nanofluids.  Fig.  3  provides  a 
summary  of  the  available  measurement  techniques.  Out  of  all  the 


techniques,  the  transient  hot-wire  method  has  been  used  most 
extensively.  Based  on  the  literature  survey  a  relative  popularity 
and  frequency  of  use  of  each  of  the  methods  for  the  characteriza¬ 
tion  of  nanofluids  has  been  presented  in  Fig.  4.  Illustrations  of  the 
techniques  given  in  Fig.  3  are  given  in  the  following  sections. 

2.2.  Transient  hot-wire  technique 

The  transient  hot-wire  (THW)  method  was  first  suggested  by 
Stalhane  and  Pyk  (Horrocks  and  McLaughlin  [44])  in  1931  to 


Fig.  4.  Comparison  of  the  thermal  conductivity  measurement  techniques  for 
nanofluids. 
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Fig.  5.  Schematic  of  transient  hot-wire  experimental  setup. 


measure  the  absolute  thermal  conductivity  of  powders.  Many 
researchers  have  modified  the  method  to  make  it  more  accurate. 
There  are  several  advantages  for  the  TWH  method.  The  most 
attractive  advantage  of  this  method  for  application  to  fluids  is  its 
capacity  for  experimentally  eliminating  the  error  due  to  natural 
convection.  In  addition,  this  method  is  very  fast  compared  to  other 
techniques.  The  conceptual  design  of  the  hot-wire  apparatus  is  also 
simple  compared  to  the  arrangements  needed  for  other  techni¬ 
ques. 

In  this  method,  a  platinum  wire  is  used  for  the  measurement. 
The  wire  is  used  both  as  a  heater  and  as  a  thermometer.  This 
method  is  based  on  the  principle  of  measurement  of  temperature 
and  time  response  of  the  wire  subjected  to  an  abrupt  electrical 
pulse.  Carslaw  and  Jaeger  [45]  modeled  the  temperature  surround¬ 
ing  an  infinite  line  heat  source  with  constant  heat  output  and  zero 
mass,  in  an  infinite  medium.  If  heat  at  a  constant  rate,  q  is  applied 
to  an  infinitely  long  and  infinitely  thin  ‘line’  source,  the 
temperature  response  of  the  source  over  time  can  be  described 
by  the  equation: 

E'(®)  <21 


where  k  is  the  thermal  conductivity  of  the  medium  in  which  the 
line  is  buried,  D  is  the  thermal  diffusivity  of  the  medium,  r  is  the 
distance  from  the  line  at  which  temperature  is  measured,  and  Ei  is 
the  exponential  integral.  Ei  is  defined  in  the  following  equation, 
and  can  be  approximated  by  the  series  shown  below  [67] 


-exp(-u)  du 


-ft  -  In  a 


in  which  ft  =  0.5772. . .  is  Euler’s  constant  and  a  =  r^Dt. 

The  terms  beyond  In  a  in  the  series  expansion  of  Ei  become 
negligibly  small  for  long  times  especially  when  r  is  small  and  D  is 
large.  So  Eq.  (3)  can  be  approximated  as 


AT 


where  CE  =  exp  ft.  Thus,  after  some  delay,  a  graph  of  AT  versus  In  t 
becomes  a  straight  line  with  slope  equal  to  q/Airk.  Since  two  points 
define  a  straight  line,  k  can  be  computed  from 


Standard  instruments  using  this  THW  method  has  been 
manufactured  over  the  years.  In  general,  a  transient  hot-wire 
instrument  consists  of  a  probe  which  is  to  be  inserted  into  the 
nanofluid  for  the  measurement.  A  metallic  wire  functions  as  the 
probe  which  is  used  as  a  line  heat  source  as  well  as  a  thermometer.  A 
constant  current  is  supplied  to  the  wire  to  raise  its  temperature.  The 
heat  dissipated  in  the  wire  increases  the  temperature  of  the  wire  as 
well  as  that  of  the  nanofluid.  This  temperature  rise  depends  on  the 
thermal  conductivity  of  the  nanofluid  sample  in  which  the  hot-wire 
is  inserted.  Fig.  5  shows  the  schematic  diagram  of  the  arrangement 
which  can  be  used  for  the  measurement.  Several  researchers  across 
the  world  have  used  transient  hot-wire  technique  for  the  measure¬ 
ment  of  thermal  conductivity  of  nanofluids.  Some  of  them  include 
Murshed  et  al.  [2],  Zhang  et  al.  [46],  Hong  et  al.  [47],  Kwak  and  Kim 
[48],  Timofeeva  et  al.  [49],  He  et  al.  [50],  and  Lee  et  al.  [51  ].  Several 
variations  of  the  transient  hot-wire  method,  namely  the  liquid  metal 
transient  hot-wire  technique  and  the  transient  short  hot-wire  have 
been  used  to  measure  the  thermal  conductivity  of  liquids. 

The  liquid  metal  transient  hot-wire  method  is  used  for 
electrically  conducting  liquids.  A  mercury-filled  glass  capillary  is 
suspended  in  the  fluid  or  dispersion,  with  the  glass  capillary 
serving  to  insulate  the  mercury  “hot-wire”  from  the  electrically 
conducting  fluid  or  dispersion  [52].  The  mercury  wire  forms  one 
resistor  in  a  Wheatstone  bridge  circuit  and  is  heated  when  a 
constant  voltage  is  applied  to  the  bridge.  The  temperature  rise  of 
the  wire  is  calculated  from  the  change  in  the  resistance  of  the 
mercury  with  time,  obtained  by  measuring  the  voltage  offset  of  the 
initially  balanced  Wheatstone  bridge. 

For  measuring  the  thermal  conductivity  of  highly  corrosive 
liquids,  such  as  molten  carbonates,  it  is  very  difficult  to  keep  the 
samples  molten  for  such  a  long  zone  at  a  homogeneous  initial 
temperature  which  is  critical  to  obtain  reasonable  results.  This 
disadvantage  of  TWH  method  can  be  solved  by  using  a  shorter 
probe  (10  mm  height)  to  measure  the  thermal  conductivity  of 
nanofluids  using  a  smaller  sample  cell.  The  transient  short  hot¬ 
wire  (SHW)  technique  is  based  on  the  numerical  solution  of  two- 
dimensional  transient  heat  conduction  for  a  short  wire  with  the 
same  length-to-diameter  ratio  and  boundary  conditions  as  those 
used  in  the  actual  measurements  [53]. 

2.2.  Thermal  constants  analyzer  technique 
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The  thermal  constants  analyzer  utilizes  the  transient  plane 
source  (TPS)  theory  to  calculate  the  thermal  conductivity  of 
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Fig.  6.  Schematic  diagram  of  the  experimental  setup  for  transient  plate  source 
method. 


nanofluid.  In  this  method,  the  TPS  element  behaves  both  as  the 
temperature  sensor  and  the  heat  source.  The  TPS  method  uses  the 
Fourier  law  of  heat  conduction  as  its  fundamental  principle  for 
measuring  the  thermal  conductivity,  just  like  the  THW  method. 
Advantages  of  using  this  method  are  (a)  the  measurements  are  fast, 
(b)  samples  having  wide  range  of  thermal  conductivities  (from  0.02 
to  200W/mI<)  can  be  measured,  (c)  no  sample  preparation  is 
required,  and  (d)  sample  size  can  be  flexible  [54]. 

The  experimental  setup  (shown  in  Fig.  6)  comprises  of  thermal 
constants  analyzer,  a  vessel,  a  constant  temperature  bath,  and  a 
thermometer.  The  probe  of  the  thermal  constants  analyzer  is 
immersed  vertically  in  the  vessel  containing  the  nanofluid.  The 
vessel  is  placed  in  the  constant  temperature  bath  and  the 
thermometer  is  immersed  in  the  vessel  to  measure  the  tempera¬ 
ture  of  the  nanofluid.  The  thermal  conductivity  of  the  nanofluid  is 
determined  by  measuring  the  resistance  of  the  probe.  The  probe 
consists  of  an  electrically  conducting  thin  foil  of  a  typical  pattern 
which  is  sandwiched  inside  an  insulating  layer,  as  shown  in  Fig.  7 
[20].  When  a  constant  electric  power  is  supplied  to  the  probe,  the 
temperature  rise  of  the  probe,  A T(r),  can  be  measured  by  the  probe 
resistance  with  time,  Rp{ r): 


AT(t) 


1  [Md 

a  R0 


where  a  is  the  temperature  coefficient  of  the  electric  resistance,  R0 
is  the  electric  resistance  of  the  probe  when  r  =  0,  and  r  is  the 
variable  on  the  time  of  electrification  and  be  defined  as: 


According  to  Fourier  Law  of  heat  conduction,  if  no  natural 
convection  of  a  fluid  occurs,  AT(r)  can  also  be  calculated  as  [55]: 


W 


iT,t> = ^D,r> 


D(r)  =  [  dcr(<j  2)  [  vdv  f  uduxexpf 
Jo  Jo  Jo  V 


-u2  -  V2' 
4o2 


/  uV 
\2o2 


(8) 


(9) 


where  W  is  the  electric  power  supplied  to  the  probe,  k  is  the 
thermal  conductivity  of  fluid,  I0  is  a  modified  Bessel  function,  and 
D(r)  is  a  geometric  function. 

In  the  absence  of  any  natural  convection,  by  fitting  the 
experimental  data  to  the  straight  line  given  by  Eq.  (8),  the  thermal 
conductivity  of  the  fluid  can  be  obtained  from  the  slope  of  the  line 
Wft7T13rpk).  If  natural  convection  of  fluid  occurs,  the  thermal 
conductivity  calculated  by  Eq.  (8 )  will  vary  with  D(r),  and  the  result 
is  not  correct.  In  this  case,  the  thermal  constants  analyzer  can 
automatically  give  an  alarm  to  avoid  using  the  unreliable  result.  In 
order  to  avoid  the  happening  of  natural  convection,  the  parameters 
of  the  analyzer  should  be  controlled  properly. 

The  thermal  constants  analyzer  has  been  used  by  Zhu  et  al.  [54] 
and  Jiang  et  al.  [56]  for  measuring  the  thermal  conductivity  of 
nanofluids. 


2.3.  Steady-state  parallel-plate  method 

Based  on  steady-state  heat  conduction  various  design  of  test 
cells  can  be  constructed  for  the  measurement  of  thermal 
conductivity  of  liquids.  To  facilitate  the  heat  transfer  predomi¬ 
nantly  in  one  direction  either  parallel-plate  type  or  concentric 
cylindrical  cell  type  test  facilities  are  preferred.  The  apparatus  for 
the  steady-state  parallel-plate  method  can  be  constructed  on  the 
basis  of  the  design  by  Challoner  and  Powell  [4].  A  schematic 
diagram  of  the  experimental  set  up  is  shown  in  Fig.  8  where  a  small 
volume  of  the  fluid  sample  is  placed  between  two  parallel  round 
pure  copper  plates.  A  detailed  description  of  the  set  up  has  been 
given  by  Wang  et  al.  [57].  They  have  used  this  method  for 
measuring  the  thermal  conductivity  of  alumina  and  copper  oxide 
based  nanofluids.  In  this  method,  two  important  parameters  are  to 
be  carefully  controlled.  One  needs  to  accurately  measure  the 
temperature  increase  in  each  thermocouple.  The  difference  in 
temperature  readings  need  to  be  minimized  when  the  thermo¬ 
couples  are  at  the  same  temperature.  As  the  total  heat  supplied  by 
the  main  heater  flows  through  the  liquid  between  the  upper  and 
lower  copper  plates,  the  overall  thermal  conductivity  across  the 
two  copper  plates,  including  the  effect  of  the  glass  spacers,  can  be 


where  t  is  the  measuring  time,  R  is  the  thermal  diffusivity  of  fluid, 
and  rp  is  the  radius  of  the  probe. 


Fig.  7.  Schematic  diagram  of  TPS  sensor. 


Guard 

Heaters 


Fig.  8.  Experimental  set  up  for  steady-state  parallel-plate  method. 
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calculated  from  the  one-dimensional  heat  conduction  equation 
relating  the  power  q  of  the  main  heater,  the  temperature  difference 
AT  between  the  two  copper  plates,  and  the  geometry  of  the  liquid 
cell  as 


k 


SAT 


(10) 


where  Lg  is  the  thickness  of  the  glass  spacer  between  the  two 
copper  plates  and  S  is  the  cross-sectional  area  of  the  top  copper 
plate.  The  thermal  conductivity  of  the  liquid  can  be  calculated  as 


ke 


kS  -  kgSg 
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(11) 


where  kg,  S,  and  Sg  are  the  thermal  conductivity,  cross-sectional 
area  of  the  top  copper  plate,  and  the  total  cross-sectional  area  of 
the  glass  spacers,  respectively.  In  this  method,  it  has  to  be  ensured 
that  there  is  no  heat  loss  from  the  fluid  to  the  surrounding.  To  take 
care  of  this,  guard  heaters  (shown  in  Fig.  8)  are  used  to  maintain  a 
constant  temperature  of  the  fluid.  The  guard  heaters  are  heated  to  a 
temperature  same  as  that  of  the  fluid.  If  the  fluid  and  the  guard 
heater  temperature  are  equal,  then  there  will  be  no  heat  radiated  to 
the  surroundings  from  the  fluid. 


2.4.  Cylindrical  cell  method 
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Fig.  10.  Thermal  resistances  related  to  the  cylindrical  cell  equipment. 


copper  (W/mK),  L  is  length  of  cylinders  (m),  rx  is  outer  radius  of  the 
glass  tube  (m),  and  r2,  r3  are  inner  and  outer  radius  of  the  inner 
cylinder  (m)  respectively,  as  shown  in  Fig.  10. 


Cylindrical  cell  method  is  one  of  the  most  common  steady-state 
methods  used  for  the  measurement  of  thermal  conductivity  of 
fluids.  In  this  method  the  nanofluid  whose  thermal  conductivity  is 
to  be  measured  fills  the  annular  space  between  two  concentric 
cylinders.  Kart  and  Kayfeci  [5]  has  given  a  detailed  description  of 
the  equipment.  A  brief  description  is  as  follows.  The  equipment 
(shown  in  Fig.  9)  consists  of  a  coaxial  inner  cylinder  (made  of 
copper)  and  outer  cylinder  (made  of  galvanize).  An  electrical  heater 
is  placed  inside  the  inner  cylinder  and  the  front  and  back  sides  of 
the  equipment  are  insulated  to  nullify  the  heat  loss  during  the 
measurement.  During  the  experiment,  heat  flows  in  the  radial 
direction  outwards  through  the  test  liquid,  filled  in  the  annular 
gap,  to  the  cooling  water.  Two  calibrated  Fe-Constantan  thermo¬ 
couples  are  used  to  measure  the  outer  surface  temperature  of  the 
glass  tube  (Ti)  and  the  inner  cylinder  (T0).  The  thermocouples  are 
positioned  in  the  middle  of  test  section  and  connected  to  a  multi 
channel  digital  read  out  with  an  accuracy  of  0.1  °C.  The  required 
measurements  for  the  calculation  of  the  thermal  conductivity  are 
the  Ti  and  TQ  temperatures,  adjusted  voltage  and  current  of  the 
heater. 

Using  Fourier’s  equation  in  cylindrical  co-ordinates,  the  thermal 
conductivity  of  nanofluid  in  the  gap  can  be  calculated  by  the 
equation, 


_ In  (Tj/rj) _ 

2jrL[(AT/Qe)  -  (ln(r3/r2)/2^Lfec)] 


(12) 


where  the  heat  input,  Qe  (W)  was  calculated  from  measurement  of 
the  current  and  voltage  through  the  heater  (Qe),  AT  is  temperature 
difference  between  Ti  (°C)  and  T0  (°C),  kc  is  thermal  conductivity  of 


To 

Ti 


1 


Thermocouples 

'mmr  gnwiwnwmi  wi  mi  ■  mn  ii  ii'in  i  mi  m  i »  wm 


r 


__  Cold  water  exit 
—r"’  Sample  exit 


Heater 


Sample  inlet 
Cold  water  inlet 


Sample 


Fig.  9.  Cross-section  of  the  cylindrical  cell  equipment. 


2.5.  Temperature  oscillation  technique 

This  method  measures  the  temperature  response  of  the 
nanofluid  when  a  temperature  oscillation  or  heat  flux  is  imposed. 
The  measured  temperature  response  of  the  nanofluid  is  the  result 
of  averaged  or  localized  thermal  conductivity  in  the  direction  of 
nanofluid  chamber  height.  The  experimental  method  used  here  is 
based  on  the  oscillation  method  proposed  by  Roetzel  et  al.  [6]  and 
further  developed  by  Czarnetski  and  Roetzel  [58].  The  principle  of 
thermal  conductivity  measurement  has  been  described  by  Das 
et  al.  [59],  who  have  used  this  technique  to  measure  the  thermal 
conductivity  of  nanofluids  comprising  of  A1203  and  CuO  nano¬ 
particles  dispersed  in  water.  The  experimental  setup  (shown  in 
Fig.  1 1 )  requires  a  specially  fabricated  test  cell  (1 )  which  is  cooled 
by  cooling  water  (2)  on  both  the  ends,  coming  from  a  thermostatic 
bath  (3).  Electrical  connection  provides  power  to  the  Peltier 
element  (4).  The  temperatures  are  measured  in  the  test  section 
(shown  in  Fig.  12)  through  a  number  of  thermocouples  and  these 
responses  are  amplified  with  amplifier  (5)  followed  by  a  filter 
which  is  finally  fed  to  the  data  acquisition  system  (6)  comprising  of 
a  card  for  logging  the  measured  data.  The  data  logger  is  in  turn 
connected  to  a  computer  with  proper  software  (7)  for  online 
display  which  is  required  to  assess  the  steady  oscillation  and  for 
recording  data. 

From  the  principle  of  measurement  it  is  evident  that  thermal 
diffusivity  of  the  fluid  can  be  measured  very  accurately  by 
considering  amplitude  attenuating  of  thermal  oscillation  from  the 
boundary  (fluid  reference  material  interface)  to  the  center  of  the 
fluid.  However  for  direct  measurement  of  thermal  conductivity 
one  has  to  consider  the  attenuation  at  the  reference  material  as 
well.  Since  the  reference  material  has  been  worked  upon  and  the 
micro-cracks  and  inhomogenity  of  material  brings  out  uncertainty 
in  its  thermal  conductivity  value,  direct  evaluation  of  thermal 
conductivity  of  fluid  is  less  accurate.  Hence,  in  the  present 
measurement  the  value  of  thermal  diffusivity  for  the  nanofluid  is 
evaluated  from  experiment.  Subsequently  the  density  has  been 
measured  and  specific  heat  is  calculated  from  handbook,  as 

msC  pS  +  mwC  pW 

LP,nf  = 


ms  +  mw 


(13) 
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Fig.  11.  Schematic  of  experimental  set  up  for  temperature  oscillation  technique. 


The  thermal  conductivity  can  be  calculated  as, 


knf  ~  MnfPnfCp^f 


(14) 


2.6.  3co  method 

Similar  to  hot-wire  technique,  the  3 co  method  uses  a  radial  flow 
of  heat  from  a  single  element  which  acts  both  as  the  heater  and  the 
thermometer.  The  use  of  the  temperature  oscillation  instead  of  the 
time  dependent  response  is  the  major  difference.  A  sinusoidal 
current  at  frequency  co  passes  through  the  metal  wire  and 
generates  a  heat  wave  at  frequency  2 co,  which  is  deduced  by 
the  voltage  component  at  frequency  3 co.  According  to  Cahill  [7],  the 
exact  solution  at  a  distance  r  =  (x2  +  y2)1/2  from  an  infinitely  narrow 
line-source  of  heat  on  the  surface  of  an  infinite  half-volume  is  given 
by, 


AT(r)  =  mK‘<v>  1151 

where  k  is  the  thermal  conductivity  of  the  half-infinite  volume,  and 
P/l  is  the  amplitude  of  the  power  per  unit  length  generated  at  a 
frequency  2co  in  the  line  source  of  heat.  The  factor  2  is  because  a 
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Fig.  12.  Test  cell  construction. 


current  at  frequency  co  produces  joule  heating  at  frequency  2co.  I<0 
is  the  zeroth-order  modified  Bessel  function. 

The  magnitude  of  the  complex  quantity, 


(16) 


is  the  wavelength  of  the  diffusive  thermal  well  or  the  thermal 
penetration  depth.  D  is  the  thermal  diffusivity  of  the  material. 

In  the  limit,  \qr\  <  1 
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Either  the  real  and  imaginary  part  of  temperature  oscillations 
(Eq.  (6))  can  be  used  to  find  the  thermal  conductivity.  The 
temperature  oscillation  and  the  heat  generation  rate  are  related  by, 


A  T 
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(18) 


The  3co  device  is  fabricated  by  metal  deposition  and 
patterning.  The  device  is  connected  to  metal  heaters  by  electrical 
wires.  A  well  is  created  around  the  heater  which  contains  the 
nanofluid.  The  microdevice  is  placed  inside  a  temperature- 
controlled  cryostat.  This  method  is  mostly  used  for  the 
measurement  of  temperature  dependent  thermal  conductivity 
of  nanofluids.  Oh  et  al.  [60]  used  this  method  to  measure  the 
thermal  conductivity  of  A1203  dispersed  in  DI  and  ethylene  glycol 
at  room  temperature. 


2.6.1.  Thermal  comparator  method 

Powell  [43]  described  a  unique  technique  for  the  measurement 
of  thermal  conductivity.  This  indirect  technique  is  based  on  the 
principle  of  thermal  comparator.  The  probe  used  in  this  technique 
only  needs  a  point  contact  with  the  sample  whose  conductivity  is 
to  be  measured.  Further,  the  measurement  is  almost  instanta¬ 
neous.  These  features  render  this  technique  very  suitable  for  the 
measurement  of  thermal  conductivity  of  different  liquids.  Follow¬ 
ing  the  original  concept  of  Powell  [43],  a  thermal  comparator  setup 
was  indigenously  developed  by  the  present  research  group  to 
measure  the  thermal  conductivity  of  nanofluids.  It  is  a  well-known 
principle  that  when  two  materials  at  different  temperatures  are 
brought  in  contact  over  a  small  area,  heat  transfer  takes  place  from 
the  hotter  to  the  colder  body.  As  a  result,  an  intermediate 
temperature  is  very  quickly  attained  at  the  point  of  contact.  The 
contact  temperature  depends  on  thermal  conductivity  of  two 
materials.  Thermocouples  are  used  to  measure  the  voltage 
proportional  to  the  temperature  difference  between  the  thermo¬ 
couple  probe  tip  and  a  reference  located  within  the  heated  probe  is 
measured.  Using  samples  of  known  thermal  conductivity,  a 
calibration  curve  is  prepared.  Using  the  calibration  curve  the 
thermal  conductivity  of  the  unknown  samples  can  be  estimated 
readily. 

The  setup  developed  in-house  consists  of  a  metallic  copper 
probe,  a  temperature-controlled  heating  coil,  a  direct  current 
micro-voltmeter,  and  a  voltage  stabilizer  (shown  in  Fig.  13).  The 
probe  is  most  the  important  part  of  the  setup  as  the  success  of  the 
method  depends  on  the  heat  flow  from  the  probe  to  test  material 
through  very  small  area  of  contact.  The  probe  is  made  of  copper.  A 
heater  is  placed  around  the  probe  to  compensate  for  the  heat  loss 
from  the  probe  and  to  maintain  a  constant  temperature  difference 
between  the  probe  and  the  sample.  A  copper-constantan  (T  type) 
thermocouple  is  connected  between  the  probe  and  the  test 
material.  This  gives  the  initial  temperature  difference  between  the 
two.  This  temperature  difference  is  to  be  kept  constant  throughout 
the  experiment.  Major  part  of  the  heat  transfer  occurs  under 
steady-state  condition.  There  should  be  a  direct  relation  between 
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Fig.  13.  Thermal  conductivity  measurements  based  on  the  thermal  comparator  method  (b)  the  principle  for  recording  differential  thermo-emf  using  (a). 


thermal  conductivity  (/<)  and  observed  differential  emf  (V).  The  test 
is  made  under  conditions  that  ensure  that  k  of  the  test  material  is 
the  only  variable.  A  copper-constantan  thermocouple  (T  type)  is 
located  at  the  top  of  the  steel  block  as  a  reference  junction.  The 
sample  or  liquid  is  placed  on  a  height-adjustable  platform  that  can 
be  move  up  or  down  to  ensure  the  point  contact  between  the  probe 
and  the  sample  liquid  the  platform  is  slightly  raised.  For 
comparative  testing,  contact  between  the  probe  tip  and  the 
sample  should  be  a  point  contact.  When  an  electrically  heated 
source  is  brought  in  contact  with  the  sample  (fluid)  surface,  the 
thermocouple  attached  to  the  probe  tip  senses  the  temperature. 
The  generated  thermo-emf  in  the  circuit  covering  the  probe 
assembly,  sample  (nanofluid)  and  base  is  recorded.  The  thermo- 
emf  is  proportional  to  the  temperature  difference  between  the 
thermocouple  probe-tip  and  reference. 

The  contact  area  of  a  sphere  on  a  plane  is  known  to  be  small  for 
moderate  loading:  indeed,  anticipating  a  result  derived  later,  the 
diameter  of  the  contact  area  is  of  the  order  of  0.01  cm.  Hence  the 
diameter  of  the  sphere  is  greater  by  approaching  two  orders  of 
magnitude,  and  under  these  circumstances  the  system  may  be 
regarded  as  that  of  one  semi-infinite  solid  in  contact  with  another 
over  a  small  circular  area.  This  approximation  is  valid  when  the 
conductivity  of  the  sphere  has  medium  to  high  values. 

In  solving  the  problem,  heat  flow  is  considered  between  two 
semi-infinite  bodies  0  <  z  <  oo,  and  -oo<  z  <  0  having  thermal 
conductivities  /<i  and  k2 ,  and  initial  temperatures  V0  and  0 
respectively.  The  two  regions  are  in  contact  over  a  radius  of 
(shown  in  Fig.  14).  Considering  appropriate  equations  and 
boundary  conditions  for  solving  the  problem  it  can  be  derived 
that  the  temperature  of  region  1,  Vi,  is  given  as: 

v'-v°-^ rfer^'(sinir,i,»(ir|x  (,9> 

where  k^  and  k2  are  the  thermal  conductivities  of  region  1  and 
region  2  respectively,  and  Jo(Xr)  is  the  zero  order  Bessel  function. 
For  z  =  0,  and  r  <  rlt  Eq.  (19)  reduces  to 


Vi(0) 


Voki 
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(20) 


The  derivation  and  the  mathematical  details  of  the  function 
have  been  described  elsewhere  [62].  The  effect  of  the  transient 
term  of  heat  conduction  has  also  been  considered.  It  has  been 
found  out  that  the  contribution  of  this  term  is  very  insignificant 
compared  to  the  effect  of  the  steady  state  [61].  Thus  the 
comparator  can  be  considered  as  a  steady-state  device.  From 
Eq.  (20),  it  can  be  seen  that  the  temperature  of  the  contact  region  is 
independent  of  the  contact  radius  and  is  uniform  over  the  contact 
area.  Eq.  (20)  states  that  if  the  contact  temperature,  Vi(0),  initial 


temperature  of  one  region,  V0,  and  thermal  conductivity  of  one 
substance,  /<i  is  known,  then  the  thermal  conductivity  of  the  other 
substance,  k2  can  be  easily  determined.  The  principle  of  the 
thermal  comparator  developed  by  Powell  [43,61  ]  has  been  used  for 
measuring  the  thermal  conductivity  of  several  materials 
[62,63,64].  In  the  thermal  comparator  device  developed  and 
fabricated  by  our  group,  the  temperatures  Vi(0)  and  V0  are 
measured  in  terms  of  voltage  output.  So  the  contact  voltage  and  the 
thermal  conductivity  of  the  copper  probe  being  known  quantities, 
the  thermal  conductivity  of  the  fluid,  which  is  brought  into 
contact  with  the  probe  for  a  very  short  period  of  time,  can  be 
determined. 

A  calibration  curve  (shown  in  Fig.  15)  is  obtained  by  recording 
the  thermo-emf  of  various  standard  fluids  using  the  thermal 
comparator.  Regression  analysis  of  the  variation  in  thermal 
conductivity  (/<)  as  a  function  of  comparator  reading  (x)  yields  a 
polynomial  to  correlate  x  (in  V)  with  k  (in  W/m-K)  as  follows: 

k  =  a  +  bx  +  cx 2  (21) 

where  a,  b,  and  c  are  the  regression  coefficients  with  values 
a  =  2.9  x  KT1  W/m-K,  b  =  -2.5  x  1(T3  W/m-K/V,  and  a  =  8.1  x 
10“6  W/m-K/V2. 

Initial  measurements  were  carried  out  using  water,  ethylene 
glycol,  liquid  paraffin  and  carbon  tetrachloride  to  obtain  the 
calibration  curve.  The  calibration  was  subsequently  validated 
using  two  other  common  liquids,  toluene  and  benzene.  The 
comparator  readings  for  toluene  (218.2  jutV)  and  benzene 
(221.1  |mV),  when  converted  to  the  corresponding  thermal  con¬ 
ductivity  using  Eq.  (21),  yielded  values  (0.137  and  0.140  W/m-I<), 
which  were  within  ±3%  deviation  from  the  corresponding  standard 

+  00 


Fig.  14.  Two  semi-infinite  regions  in  contact  over  a  radius  r-i  with  temperatures  V-i 
and  V2  respectively. 
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Fig.  15.  Calibration  curve  to  convert  comparator  reading  (x)  into  thermal 
conductivity  (k)  of  fluid/nanofluid  (a,  b,  c  are  regression  constants). 


k  values  of  toluene  (0.133  W/m-K)  and  benzene  (0.144  W/m-K)  at  a 
comparable  temperature  (300  K)  [65].  This  small  deviation  may  arise 
due  to  the  impurity  (water)  present  in  the  fluids.  Thus,  Fig.  15 
provides  a  reasonably  accurate  calibration  to  convert  the  experi¬ 
mental  values  of  x  (comparator  reading)  into  the  corresponding  k 
(thermal  conductivity)  of  the  specific  fluid  or  nanofluid. 

The  measurement  procedure  involves  a  few  steps  as  follows. 
The  probe  is  first  heated  by  the  coil  wound  on  its  outer  surface,  and 
kept  for  a  period  till  the  initial  temperature  difference  between  the 
probe  and  the  test  liquid  is  around  to  25  °C.  After  the  initial 
temperature  difference  is  attained,  the  test  liquid  is  taken  in  a  glass 
cell  and  placed  on  the  adjustable  platform  that  is  subsequently 
raised  to  make  a  point  contact  with  the  probe  tip.  As  already 
pointed  out  that  key  to  precise  measurement  in  this  setup  lies  in 
ensuring  a  point  contact  between  the  liquid  surface  and  copper 
probe. 

The  major  and  important  precautions  to  be  exercised  during 
measurement  are: 

1.  The  initial  temperature  difference  between  probe  and  sample 

kept  a  constant  during  the  test. 


Fig.  17.  TEM  micrographs  showing  (a)  Zr02  and  (b)  Ti02  particles  dispersed  in  water. 
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2.  The  contact  between  probe  and  sample  should  be  a  point 
contact. 


3.  Experimental  results 

3.2.  Characterization  of  nanoparticles  and  preparation  of  nanofluids 


In  this  study  nano-ceramic  based  nanofluids  were  prepared  by 
dispersing  zirconia  (Zr02)  and  titania  (Ti02)  in  base  fluid  water  and 
ethylene  glycol.  Characterization  of  the  nanoparticles  was  done  by 
X-ray  diffraction  (XRD)  for  phase  identification  and  crystallite  size 
determination  (Fig.  16).  Selected  samples  were  examined  under 
transmission  electron  microscope  (TEM)  to  study  the  size, 
dispersion  and  morphology  of  nanoparticles  in  the  base  fluid. 

Fig.  17  shows  the  morphology  and  size  distribution  of  Zr02  and 
Ti02  nanoparticles  used  in  this  study.  It  is  evident  from  the  figure 
that  the  nanoparticles  are  indeed  near  spherical  in  shape  having  a 
tendency  of  clustering  or  agglomeration  and  non-uniform  disper¬ 
sion  prior  to  de-agglomeration  by  ultrasonic  vibration  and 
magnetic  stirring. 

3.2.  Thermal  conductivity  measurement 


The  thermal  conductivity  of  the  nanofluids  has  been  measured 
the  thermal  comparator  method.  Fig.  18  shows  the  variation  of 
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Fig.  18.  Thermal  conductivity  ratio  versus  volume  percentage  for  (a)  Zr02  and  (b) 
Ti02  based  nanofluids. 


thermal  conductivity  ratio  for  nanofluids  (both  Zr02  and  Ti02 
nanoparticles  dispersed  in  base  fluid  water  and  ethylene  glycol) 
versus  the  nanoparticle  volume  percent.  The  results  show 
significant  increase  in  the  thermal  conductivity  ratio  with  increase 
in  volume  percent  for  both  Zr02  and  Ti02  based  nanofluids.  The 
increase  for  ethylene  glycol  based  nanofluids  in  both  cases  is  more 
compared  to  water  based  nanofluids  as  the  former  is  a  more 
viscous  fluid.  In  terms  of  stability  also  the  ethylene  glycol  based 
nanofluids  are  more  stable  than  the  water  based  nanofluids.  The 
increase  in  thermal  conductivity  ratio  is  almost  linear  with 
increase  in  volume  percent  and  reaches  about  200%  for  ethylene 
glycol  based  Zr02  nanofluids. 

4.  Conclusion 

We  have  presented  a  brief  review  of  the  different  techniques  for 
the  measurement  of  thermal  conductivity  of  nanofluids  available 
in  literature.  The  review  shows  that  the  most  commonly  used 
technique  for  measuring  thermal  conductivity  is  the  transient  hot¬ 
wire  technique.  This  measurement  technique  has  gained  popu¬ 
larity  because  of  the  fact  that  the  thermal  conductivity  of  the  liquid 
can  be  measured  instantaneously  with  a  good  level  of  accuracy  and 
repeatability.  From  the  literature  survey  a  few  suggestions  may  be 
pointed  out. 

•  Some  of  the  research  groups  have  found  anomalous  increase  in 
the  thermal  conductivity  of  nanofluids  compared  to  the  base 
fluids.  In  most  of  the  cases,  the  thermal  conductivity  of  the 
nanofluids  has  been  measured  using  a  single  measurement 
technique.  If  the  measurements  can  be  done  by  a  second  method, 
the  reliability  of  the  data  could  be  validated.  This  could  explain 
the  repeatability  of  the  experiments  as  well. 

•  Though  some  amount  [  1 1 ,59,66,68-70]  of  work  has  been  carried 
out  to  find  out  the  effect  of  temperature  on  the  thermal 
conductivity  of  nanofluids,  all  the  research  groups  has  performed 
the  experiments  starting  from  the  room  temperature.  No  work 
has  yet  been  reported  with  experiments  dealing  the  measure¬ 
ment  of  thermal  conductivity  at  low  (sub-zero)  range  of 
temperatures.  The  behavior  of  the  thermal  conductivity  at  low 
temperatures  are  yet  to  be  found  out  and  can  point  a  new 
direction  in  this  field  of  research. 

•  The  behavior  of  the  thermal  conductivity  of  nanofluids  with 
aging  has  not  yet  been  reported.  As  the  stability  of  nanofluids  has 
been  always  a  challenging  task  in  this  field  of  research,  the  study 
of  the  thermal  conductivity  with  time  of  the  nanofluids  may 
show  some  unique  feature  that  has  not  yet  been  reported. 

In  this  study,  a  detailed  description  of  an  indigenously 
developed  thermal  comparator  device  developed  by  the  present 
research  group  has  been  presented.  We  have  prepared  ethylene 
glycol  and  water  based  nano-ceramic  (Zr02  and  Ti02)  nanofluids 
using  the  two-step  or  physical  preparation  method.  The  effective 
thermal  conductivity  of  the  nanofluids  has  been  measured  in 
comparison  to  the  base  fluid  with  increase  in  volume  percentage. 
The  results  show  significant  increase  in  thermal  conductivity  ratio 
with  increase  in  volume  percent.  Nano-Zr02  shows  the  highest 
increase  (nearly  2  times)  when  dispersed  in  ethylene  glycol.  The 
results  are  promising  for  development  of  nanofluids  for  thermal 
engineering  applications. 
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Appendix  A.  Nomenclature 

k  Thermal  conductivity 

q  Magnitude  of  heat  transmission 

AT  Temperature  difference  across  length  and  cross  section 

L  Length  of  the  material 

A  Cross-sectional  area 

D  Thermal  diffusivity  of  the  medium 

R  Distance  from  the  line  at  which  temperature  is  measured 

Ei  Exponential  integral 

/3  Euler’s  constant 

A  Temperature  coefficient  of  the  electric  resistance 

R0  Initial  electric  resistance  of  the  probe 

T  Measuring  time 

R  Thermal  diffusivity  of  fluid 

rp  Radius  of  the  probe 

W  Electric  power  supplied  to  the  probe 

I0  Modified  Bessel  function 

D(t)  Geometric  function 

q  Power  supplied  to  the  main  heater 

Lg  Thickness  of  the  glass  spacer  between  the  two  copper 

plates 

S  Cross-sectional  area  of  the  top  copper  plate 

kg  Thermal  conductivity  of  the  top  copper  plate 

Sg  Total  cross-sectional  area  of  the  glass  spacers 

Qe  Heat  input  by  the  central  heater 

kc  Thermal  conductivity  of  copper 

ri  Outer  radius  of  the  glass  tube 

r2  Inner  radius  of  the  inner  cylinder 

r3  Outer  radius  of  the  inner  cylinder 

co  Angular  frequency 

P//  Amplitude  of  the  power  per  unit  length  generated  at  a 

frequency  2co 

K0  Zeroth-order  modified  Bessel  function 

V  Differential  emf 

/<!  Thermal  conductivities  of  region  1 

/<2  Thermal  conductivities  of  region  2 

Jo{Xr)  Zeroth  order  Bessel  function 

Vi(0)  Contact  temperature 

a,  b,  and  c  Regression  coefficients 

References 

[1  ]  Choi  SUS.  Enhancing  thermal  conductivity  of  fluids  with  nanoparticles.  Tech. 
Rep.  FED,  vol.  231,  MD66,  ASME;  1995. 

[2]  Murshed  SMS,  Leong  KC,  Yang  C.  Enhanced  thermal  conductivity  of  Ti02- 
water  based  nanofluids.  Int  J  Therm  Sci  2005;44:367-73. 

[3]  Yoo  DH,  Hong  KS,  Yang  HS.  Study  of  thermal  conductivity  of  nanofluids  for  the 
application  of  heat  transfer  fluids.  Thermochim  Acta  2007;455:66-9. 

[4]  Challoner  AR,  Powell  RW.  Thermal  conductivity  of  liquids:  new  determina¬ 
tions  for  seven  liquids  and  appraisal  of  existing  values.  Proc  R  Soc  Lond  Ser  A 
1956;238(1212):90-106. 

[5]  Kurt  H,  Kayfeci  M.  Prediction  of  thermal  conductivity  of  ethylene  glycol-water 
solutions  by  using  artificial  neural  networks.  Appl  Energy  2009.  doi:  10.1016/ 
j.apenergy.2008. 12.020  see  also  URLhttp://www.sciencedirect.com/. 

[6]  Roetzel  W,  Prinzen  S,  Xuan  Y.  In:  Cremers  CY,  Fine  HA,  editors.  Measurement 
of  thermal  diffusivity  using  temperature  oscillations  Thermal  conductivity, 
vol.  21.  New  York  and  London:  Plenum  Press;  1990.  p.  201-7. 

[7]  Cahill  DG.  Thermal  conductivity  measurement  from  30  to  700  K:  the  3 co 
method.  Rev  Sci  Instrum  1990;61:802-8. 

[8]  Wang  X,  Xu  X,  Choi  SUS.  Thermal  conductivity  of  nanoparticle-fluid  mixture.  J 
Thermophys  Heat  Transfer  1999;13:474-80. 

[9]  Xuan  Y,  Li  Q..  Heat  transfer  enhancement  of  nanofluids.  Int  J  Heat  Fluid  Flow 
2000;21:58-64. 

[10]  Choi  SUS,  Zhang  ZG,  Yu  W,  Lockwood  FE,  Grulke  EA.  Anomalously  thermal 
conductivity  enhancement  in  nanotube  suspensions.  Appl  Phys  Lett 
2001;79:2252-4. 


[11]  Li  CH,  Peterson  GP.  Experimental  investigation  of  temperature  and  volume 
fraction  variations  on  the  effective  thermal  conductivity  of  nanoparticle 
suspensions  (nanofluids).  J  Appl  Phys  2006;99.  0843  14. 

[12]  Maxwell  CA.  Treatise  on  electricity  and  magnetism,  2nd  ed.,  Cambridge: 
Oxford  University  Press;  1904.  p.  435. 

[13]  Hamilton  RL,  Crosser  OK.  Thermal  conductivity  of  heterogeneous  two-com¬ 
ponent  systems.  Ind  Eng  Chem  Fundam  1962;1(3):187-91. 

[14]  Keblinski  P,  Phillpot  RS,  Choi  US,  Eastman  JA.  Mechanism  of  heat  flow  in 
suspensions  of  nano-sized  particles  (nanofluids).  Int  J  Heat  Mass  Trans 
2002;45:855-63. 

[15]  Hwang  Y,  Lee  JK,  Lee  JK,  Jeong  YM,  Cheong  SI,  Ahn  YC,  et  al.  Production  and 
dispersion  stability  of  nanoparticles  in  nanofluids.  Powder  Technol 
2008;186:145-53. 

[16]  Zhu  H,  Lin  Y,  Yin  Y.  A  novel  one-step  chemical  method  for  preparation  of 
copper  nanofluids.  J  Colloid  Interface  Sci  2004;227:100-3. 

[17]  Chopkar  M,  Kumar  S,  Bhandari  DR,  Das  PK,  Manna  I.  Development  and 
characterization  of  Al70Cu30  and  Al7oAg3o  nanoparticle  dispersed  water  and 
ethylene  glycol  based  nanofluids.  Mater  Sc  Eng  B  2007;139:141-8. 

[18]  Eastman  JA,  Choi  SUS,  Li  S,  Yu  W.  Anomalously  increased  effective  thermal 
conductivities  of  ethylene  glycol-based  nanofluids  containing  copper  nano¬ 
particles.  Appl  Phys  Lett  2001  ;78(6):71 8-20.  doi:  10.1063/1,1341218; 

Hong  TK,  Yang  HS,  Choi  CJ.  Study  of  the  enhanced  thermal  conductivity  of  Fe 
nanofluids.  J  Appl  Phys  2005 ;97.  064311  1-4. 

[19]  Liu  M-S,  Lin  MC-C,  Tsai  CY,  Wang  C-C.  Enhancement  of  thermal  conductivity 
with  cu  for  nanofluids  using  chemical  reduction  method.  Int  J  Heat  Mass 
Transfer  2006;49:3028-33. 

[20]  Xuan  Y,  Li  Q,  Heat  transfer  enhancement  of  nanofluids.  Int  J  Heat  Mass  Transfer 
2000;21:58-64. 

[21]  Murshed  SMS,  Leong  KC,  Yang  C.  Enhanced  thermal  conductivity  of  Ti02- 
water  based  nanofluid.  Int  J  Therm  Sci  2005;44:367-73. 

[22]  Yang  Y,  Zhong  ZG,  Grulke  EA,  Anderson  WB,  Wu  G.  Heat  transfer  properties  of 
nanoparticle-in-fluid  dispersion  (nanofluids)  in  laminar  flow.  Int  J  Heat  Mass 
Trans  2005;48:1107-16. 

[23]  Wen  D,  Ding  Y.  Formulation  of  nanofluids  for  natural  convective  heat  transfer 
applications.  Int  J  Heat  Fluid  Flow  2005;26(6):855-64. 

[24]  Zeinali  Heris  S,  Nasr  Esfahany  M,  Etemad  SG.  Experimental  investigation  of 
convective  heat  transfer  of  Al203/water  nanofluid  in  circular  tube.  Int  J  Heat 
Fluid  Flow  2007;28(2):203-10. 

[25]  He  Y,  Men  Y,  Zhao  Y,  Lu  H,  Ding  Y.  Numerical  investigation  into  the  convective 
heat  transfer  of  Ti02  nanofluids  flowing  through  a  straight  tube  under  the 
laminar  flow  conditions.  Appl  Therm  Eng  2009;29(  10):  1965-72. 

[26]  Heris  SZ,  Etemad  SG,  Esfahany  MN.  Experimental  investigation  of  oxide 
nanofluids  laminar  flow  convective  heat  transfer.  Int  Commun  Heat  Mass 
Transfer  2006;33(4):529-35. 

[27 ]  Daungthongsuk  W,  Wongwises  S.  A  critical  review  of  convective  heat  transfer 
nanofluids.  Renew  Sust  Eng  Rev  2007;11:797-817. 

[28]  Jung  J-Y,  Oh  H-S,  Kwak  H-Y.  Forced  convective  heat  transfer  of  nanofluids  in 
microchannels.  Int  J  Heat  Mass  Transfer  2009;52(l-2):466-72. 

[29]  Rea  U,  McKrell  T,  Hu  L-w,  Buongiorno  J.  Laminar  convective  heat  transfer  and 
viscous  pressure  loss  of  alumina-water  and  zirconia-water  nanofluids.  Int  J 
Heat  Mass  Transfer  2009;52(7-8):2042-8. 

[30]  Liu  Z,  Xiong  J,  Bao  R.  Boiling  heat  transfer  characteristics  of  nanofluids  in  a  flat 
heat  pipe  evaporator  with  micro-grooved  heating  surface.  Int  J  Multiphase 
Flow  2007;33:1284-95. 

[31  ]  Shi  MH,  Shuai  MQ,  Chen  ZQ,  Li  Q,  Xuan  YM.  Study  on  pool  boiling  heat  transfer 
of  nano-particle  suspensions  on  plate  surface.  J  Enhanced  Heat  Transfer 
2007;  1 4(3  ):223-31. 

[32]  Vassallo  P,  Kumar  R,  Amico  SD.  Pool  boiling  heat  transfer  experiments  in 
silica-water  nano-fluids.  Int  J  Heat  Mass  Transfer  2004;47:407-11. 

[33]  Bang  IC,  Chang  SH.  Boiling  heat  transfer  performance  and  phenomena  of 
Al203-water  nano-fluids  from  a  plain  surface  in  a  pool.  Int  J  Heat  Mass  Transfer 
2005;48(12):2420-8. 

[34]  Milanova  D,  Kumar  R.  Role  of  ions  in  pool  boiling  heat  transfer  of  pure  and 
silica  nanofluids.  Appl  Phys  Lett  2005;87:185-94. 

[35]  Das  S,  Putra  N,  Roetzel  W.  Pool  boiling  characteristics  of  nanofluids.  Int  J  Heat 
Mass  Transfer  2003;46:851-62. 

[36]  You  SM,  Kim  JH,  Kim  KH.  Effect  of  nanoparticles  on  critical  heat  flux  of  water  in 
pool  boiling  heat  transfer.  Appl  Phys  Lett  2003;83:3374-6. 

[37]  Chopkar  M,  Das  AK,  Manna  I,  Das  PK.  Pool  boiling  heat  transfer  characteristics 
of  Zr02-water  nanofluids  from  a  flat  surface  in  a  pool.  Heat  Mass  Transfer 
2008;44:999-1004. 

[38]  Mintsa  HA,  Roy  G,  Nguyen  CT,  Doucet  D.  New  temperature  dependent  thermal 
conductivity  data  for  water  based  nanofluids.  Int  J  Therm  Sci  2009;48:363-71. 

[39]  Duangthongsuk  W,  Wongwises  S.  Measurement  of  temperature-dependent 
thermal  conductivity  and  viscosity  ofTi02-water  nanofluids.  Exp  Therm  Fluid 
Sci  2009.  doi:  10.1016/j.expthermflusci.2009.01.005. 

[40]  Vajjha  RS,  Das  DK.  Experimental  determination  of  thermal  conductivity  of 
three  nanofluids  and  development  of  new  correlations.  Int  J  Heat  Mass  Trans 
2009;52:4675-82. 

[41  ]  Murshed  SMS,  Leong  KC,  Yang  C.  Investigations  of  thermal  conductivity  and 
viscosity  of  nanofluids.  Int  J  Therm  Sci  2008;47(5):560-8. 

[42]  Yu  W,  Xie  H,  Chen  L,  Li  Y.  Investigation  of  thermal  conductivity  and  viscosity  of 
ethylene  glycol  based  ZnO  nanofluid.  Thermochim  Acta  2009;491(l-2):92-6. 

[43  ]  Powell  RW.  Experiments  using  a  simple  thermal  comparator  for  measurement 
of  thermal  conductivity,  surface  roughness  and  thickness  of  foils  or  of  surface 
deposits.  J  Sci  Instrum  1957;34:485-92. 


1924 


G.  Paul  et  al.  /  Renewable  and  Sustainable  Energy  Reviews  14  (2010)  1913-1924 


[44]  Horrocks  JK,  McLaughlin  E.  Non-steady  state  measurements  of  thermal  con¬ 
ductivities  of  liquids  polyphenyls.  Proc  R  Soc  Lond  1963;273(A):259-74. 

[45]  Carslaw  HS,  Jaeger  JC.  Conduction  of  heat  in  solids,  2nd  ed.,  London:  Oxford; 
1959. 

[46]  Zhang  X,  Gu  H,  Fujii  M.  Effective  thermal  conductivity  and  thermal  diffusivity 
of  nanofluids  containing  spherical  and  cylindrical  nanoparticles.  Exp  Therm 
Fluid  Sci  2007;31:593-9. 

[47  ]  Hong  KS,  Hong  TK,  Yang  HS.  Thermal  conductivity  of  Fe  nanofluids  depending 
on  the  cluster  size  of  nanoparticles.  Appl  Phys  Lett  2006;88:031901. 

[48]  Kwak  K,  Kim  C.  Viscosity  and  thermal  conductivity  of  copper  oxide  nanofluid 
dispersed  in  ethylene  glycol.  Korea-Aust  Rheo  J  2005;17(2):35-40. 

[49]  Timofeeva  EV,  Gavrilov  AN,  McCloskey  JM,  Tolmachev  YV.  Thermal  conduc¬ 
tivity  and  particle  agglomeration  in  alumina  nanofluids:  experiment  and 
theory.  Phys  Rev  2007;76:061203. 

[50]  He  Y,  Jin  Y,  Chen  H,  Ding  Y,  Cang  D,  Lu  H.  Heat  transfer  and  flow  behavior  of 
aqueous  suspensions  of  Ti02  nanoparticles  (nanofluids)  flowing  upward 
through  a  vertical  pipe.  Int  J  Heat  Mass  Transfer  2007;50:2272-81. 

[51  ]  Lee  JH,  Hwang  KS,  Jang  SP,  Lee  BH,  Kim  JH,  Choi  SUS,  et  al.  Effective  viscosities 
and  thermal  conductivities  of  aqueous  nanofluids  containing  low  volume 
concentrations  of  A1203  nanoparticles.  Int  J  Heat  Mass  Transfer  2008; 
51:2651-6. 

[52  ]  Gustafsson  SE.  Transient  plane  source  techniques  for  thermal  conductivity  and 
thermal  diffusivity  measurements  of  solid  materials.  Rev  Sci  Instrum 
1991;62:797-804. 

[53]  Xie  H,  Gu  H,  Fujii  M,  Zhang  X.  Short  hot  wire  technique  for  measuring  thermal 
diffusivity  of  various  materials.  Meas  Sci  Technol  2006;17:208-14. 

[54]  Zhu  DS,  Li  XF,  Wang  N,  Wang  XJ,  Gao  JW,  Li  H.  Dispersion  behavior  and  thermal 
conductivity  characteristics  of  A1203-H20  nanofluids.  Curr  Appl  2009;9:131- 
9. 

[55]  Bleazard  JG,  Teja  AS.  Thermal  conductivity  of  electrically  conducting  liquids  by 
the  transient  hot-wire  method.  J  Chem  Eng  Data  1995;40(4):732-7. 

[56]  Jiang  W,  Ding  G,  Peng  H.  Measurement  and  model  on  thermal  conductivities  of 
carbon  nanotube.  Nanorefrigerants  2009,  http://www.sciencedirect.com/, 
doi:  1 0.1 01 6/j.ijthermalsci.2008.1 1 .012. 

[57]  WangX,  Xu  X,  Choi  SUS.  Thermal  conductivity  of  nanoparticle-fluid  mixture.  J 
Thermophys  Heat  Transfer  1999;13(4):474-80. 

[58]  Czarnetzki  W,  Roetzel  W.  Temperature  oscillation  techniques  for  simulta¬ 
neous  measurement  of  thermal  diffusivity  and  conductivity.  Int  J  Thermophys 
1 995  ;1 6(2  ):41 3-22. 

[59]  Das  SK,  Putra  N,  Tiesen  P,  Roetzel  W.  Temperature  dependence  of  thermal 
conductivity  enhancement  for  nanofluids.  ASME  J  Heat  Transfer  2003;  125: 
567-74. 

[60]  Oh  DW,  Jain  A,  Eaton  JK,  Goodson  KE,  Lee  JS.  Thermal  conductivity  measure¬ 
ment  and  sedimentation  detection  of  aluminum  oxide  nanofluids  by  using  the 
3 co  method.  Int  J  Heat  Fluid  Flow  2008;29(5):1456-61. 

[61]  Clark  WT,  Powell  RW.  Measurement  of  thermal  conduction  by  the  thermal 
comparator.]  Sci  Instrum  1962;39:545-51. 

[62]  Sherif  II,  Mahmoud  NS.  Measurements  of  thermal  conduction  and  surface 
finish  by  the  thermal  comparator.]  Appl  Phys  1966;37:2193-4.  doi:  10.1063/ 
1.1708771. 

[63]  Nottenburg  R,  Rajeshwar  K,  Rosenvold  R,  DuBow  J.  Measurement  of  thermal 
conductivity  of  Green  River  oil  shales  by  a  thermal  comparator  technique.  J 
Fuel  1978;57:789-95. 

[64]  Kreitman  MM.  Thermal  comparator  measurements  on  dimethyl  sulfite.  J 
Chem  Eng  Data  1 976;21  ( 1 ):  1 1  -2. 

[65]  Manna  I,  Das  PK,  Chopkar  M.  System  for  measuring  the  Thermal  conductivity 
of  liquids/nanofluids.  Patent  application  filed  in  India,  390/KOL/2005. 

[66]  Chen  H,  Ding  Y,  He  Y,  Tan  C.  Rheological  behaviour  of  ethylene  glycol  based 
titania  nanofluids.  Chem  Phys  Lett  2007;444:333-7. 

[67]  KD2  Operator’s  Manual,  http://issuu.com/decaweb/docs/kd2man? 

[68]  Patel  HE,  Das  SK,  Sundararajan  T,  Nair  AS,  George  B,  Pradeep  T.  Thermal 
conductivity  of  naked  and  monolayer  protected  metal  nanoparticle  based 
nanofluids:  manifestation  of  anomalous  enhancement  and  chemical  effects. 
Appl  Phys  Lett  2003;83:2931-3. 

[69]  Wen  D,  Ding  Y.  Effective  thermal  conductivity  of  aqueous  suspensions  of 
carbon  nanotubes  (carbon  nanotube  nanofluids).  J  Thermophys  Heat  Transfer 
2004;18:481-5. 

[70]  Ding  Y,  Alias  H,  Wen  D,  Williams  RA.  Heat  transfer  of  aqueous  suspensions  of 
carbon  nanotubes  (CNT  nanofluids).  Int  J  Heat  Mass  Transfer  2006;49:240- 
50. 


Gayatri  Paul  is  currently  pursuing  her  Master  of  Science  (M.S.)  degree  on  ‘Nanofluids’ 
from  the  Department  of  Metallurgical  and  Materials  Engineering  at  Indian  Institute  of 
Technology,  Kharagpur  under  the  joint  supervision  of  Prof.  P.  K.  Das  of  Mechanical 
Engineering  Department  and  Prof.  I.  Manna  of  Department  of  Metallurgical  and  Materials 
Engineering.  Her  post-graduate  project  work  involves  synthesis,  characterization,  and 
thermo-physical  property  measurement  of  nanofluids  by  synthesizing  the  nanopowders 
by  mechanical  alloying,  dispersion  of  these  nanopowders  in  suitable  base  fluids  by 
ultrasonication,  and  subsequent  preparation  of  nanofluids.  She  has  prepared  nanopow¬ 
ders  including  aluminium  based  alloys,  namely,  Al  -  5  wt%  Zn,  Al  -  5  wt%  Si,  Al  -  5  at.%  Mg, 
Pure  Al,  and  ceramic  nano-powders  namely,  Ti02,  Zr02,  and  A1203.  She  has  also  prepared 
nanofluids  by  one-step  method  involved  gold  and  silver  nanoparticles.  She  completed  her 
Bachelor  of  Engineering  degree  from  the  Department  of  Production  Engineering  at 
Jadavpur  University  in  the  year  2006.  She  was  the  topper  of  her  department  in  that 
year.  Her  research  interests  lie  in  the  field  of  nano-materials,  nano-technology,  char¬ 
acterization  techniques,  and  advanced  non-traditional  machining  systems. 

Dr.  Manoj  Kumar  Chopkar  is  currently  working  as  a  lecturer  in  the  Department  of 
Metallurgy  at  National  Institute  of  Technology,  Raipur.  He  did  his  master  (M.Tech.) 
thesis  on  ‘ Nanofluid ’  from  Department  of  Metallurgical  and  Materials  Engineering,  IIT 
Kharagpur  in  2004  and  subsequently  joined  for  his  doctoral  (PhD)  study  to  work  on 
“ Synthesis ,  Characterization  and  Modeling  of  Nanofluid  for  Advanced  Heat  transfer  Appli¬ 
cation”  under  the  joint  supervision  of  Prof.  P.  K.  Das  of  Mechanical  Engineering 
Department  and  Pro.  I.  Manna  of  Department  of  Metallurgical  and  Materials  Engineer¬ 
ing.  His  Doctoral  work  involves  mechano-chemical  synthesis  of  AI-Cu,  AI-Ag,  Zr02, 
A1203  and  Ti02  nanocrystalline  powders,  controlled  dispersion  of  such  powders  in 
common  fluid  media  to  develop  nanofluid  and  measurement  of  thermal  conductivity 
and  heat  transfer  coefficient  in  single/two  phase  conditions  and  study  of  pool  boiling 
heat  transfer  behavior.  In  addition,  he  has  made  an  attempt  to  develop  a  mathematical 
model  dealing  with  the  mechanism  of  heat  transfer  in  nanofluid  and  effect  of  aspect 
ratio  of  nanoparticles  on  thermal  conductivity  of  nanofluid.  Dr.  Chopkar  was  also 
involved  in  supervising  undergraduate  students  in  Prof.  Manna’s  group  working  in  this 
or  related  area.  Dr.  Chopkar  has  been  awarded  many  prestigious  awards  including  the 
National  Doctoral  Fellowship.  He  has  developed  a  unique  device  for  measurement  of 
thermal  conductivity  of  fluid/nanofluid,  which  has  been  filed  for  an  Indian  patent. 
During  the  course  of  his  PhD  work,  he  has  7  international  publications  and  a  few  more 
are  under  preparation.  Apart  from  this  he  has  presented  his  work  in  number  of  national 
and  international  conference.  Dr.  Chopkar’s  research  interest  lies  on  Synthesis  and 
Characterization  of  Nanomaterial  and  Nanofluid,  Heat  Transfers  in  Nanofluid,  Solar  and 
Fuel  cell,  Nanostructured  Steel,  Nanostructured  and  Amorphous  Materials  for  struc¬ 
tural  application,  Phase  transformation  (solid  state),  X-ray  diffraction  and  Electron 
microscopy. 

Dr.  Indranil  Manna  is  currently  the  INAE  Visvesvarya  Chair  Professor  at  the  Metal¬ 
lurgical  &  Materials  Engineering  Department,  Chairman  of  the  Central  Research 
Facility,  and  Coordinator  of  NanoScience  and  Technology  activity  at  the  Indian  Institute 
of  Technology  (IIT),  Kharagpur,  India.  He  teaches  phase  transformation,  heat  treatment, 
X-ray  diffraction  and  thermodynamics.  He  has  supervised  twelve  doctoral  and  several 
bachelors  and  masters  level  theses.  His  current  interest  concerns  structure-property 
correlation  and  modeling  in  nanometric  solids,  laser/plasma  assisted  surface  engineer¬ 
ing,  sensors,  nanofluid  and  bainitic  steel.  He  is  a  Fellow  of  the  Indian  National  Academy 
of  Engineering,  National  Academy  of  Sciences  in  India,  Indian  Academy  of  Sciences  and 
has  received  numerous  other  awards  including  the  Humboldt  and  DAAD  Fellowship, 
the  INSA  Young  Scientist  Award,  Young  Metallurgist  and  Metallurgist  of  the  Year  award 
of  the  Ministry  of  Steel,  Government  of  India. 

Dr.  P.K.  Das  is  a  professor  in  the  Department  of  Mechanical  Engineering,  Indian 
Institute  of  Technology,  Kharagpur.  His  research  activities  cover  various  topics  of 
thermo  fluids  engineering,  like  extended  surface  heat  transfer;  analysis,  optimization, 
and  dynamic  simulation  of  heat  exchangers;  thermal  hydraulics  of  natural  circulation 
loops;  rewetting  of  hot  solids;  heat  transfer  in  nanofluids;  and  hydraulic  jump.  He  is 
currently  working  on  boiling  heat  transfer  and  diverse  problems  of  multiphase  flow, 
which  include  gas-liquid  and  liquid-liquid  flow,  development  of  unique  measurement 
systems,  and  development  of  novel  CFD  techniques.  He  has  published  several  book 
chapters  and  around  100  refereed  international  journal  papers.  He  also  has  several 
patents.  He  has  executed  a  number  of  projects  funded  by  different  funding  agencies 
and  provided  consultancy  to  various  public  and  private  industries.  He  is  a  fellow  of  the 
Indian  National  Academy  of  Engineering. 


